PMIE Preventive Medicine Foundation QAP Center

External Quality Assurance (EQA) of G6PD Quantitative Test

Doc No. R408010104G6Ren

Survey No. : RH2023-02

Sample sent : 30 set

1.Long term observation of inter laboratory CV vs. surveys

2.Long term observation of inter laboratory CV vs. G6PD activities

3.Deviation graph for individual laboratory

Sample sent on : 2023/05/29
Results reported (%) : 30 (100%)

Reporting deadline : 2023/06/05

4.The distribution of G6PD reported in this survey

5.The distribution of Hb reported in this survey

6.0thers

Summary Report of G6PD and Hemoglobin (Hb) Quantitative Test Results

. ux, = uncertainty of the assigned value. ux, = 1.1 x SD/n
. SD for proficiency assessment ( 6, ) = 7% x Xa ; but while Xa <2.9 U/g Hb, 6, = 0.2 U/g Hb

- Adjusted SD for proficiency assessment ( 6p") = ( sz +uxy
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2 )1/2. op

.D%=[(X-Xa)/Xa]x 100% ; X = Your Results , Xa = Assigned value

' is used for proficiency assessment when ux, > 0.30;,

. SDI =( X - Mean )/ SD ; SD = standard deviation of peer group ; SDI is not calculated when SD equals 0
. The assigned value ( Xa ) is the median of all the results reported of this EQA sample

. Robust results ( Mean and SD ) were calculated by Algorithm A according to ISO 13528
. The evaluation criteria for measurement result of each specimen : Acceptable : | z | <= 2; Caution : 2 <| z | < 3; Unsatisfactory : | z | >=3

b Referral | Report Rczgg g ) Sample 1 Sample 2 Sample 3 Hb1 |Hb2 |Hb3
Hosp. (day) Code |UeHD)| D% |zscore|SDI|(UgHb)| D% |z score|SDI (Ughb)| D% |zscore|SDI| (dl) | (gdl) | (g/dL)
F02 F02 3 5 151 27% | 04 06|45 0.0% 00 [03[11.3]3.7% 05 08 21 | 25 | 1.9
F03 FO03 7 5 14.1 |-4.1% | -0.6 |-0.6| 4.3 |-4.4% | -0.6 |-0.3/10.8 | -0.9% | -0.1 |0.0| 1.9 2.6 1.9
F04 F04 7 5 1471 0.0% | 0.0 (0.1 4.6 |22% | 0.3 |0.6|11.0 | 0.9% | 0.1 03| 2.1 2.5 1.9
FO5 FO5 7 5 149 1.4% | 02 |04 46 | 22% | 03 |0.6|11.3|3.7% | 0.5 |0.8| 2.0 24 1.8
F07 FO07 4 5 14.2 | -3.4% | -0.5 |-0.5| 4.2 |-6.7% |-1.0 |-0.6| 10.5 | -3.7% | -0.5 |-0.5| 2.1 2.4 1.9
F09 F09 8 5 14.6 | -0.7% | -0.1 |0.0| 4.2 |-6.7% |-1.0 |-0.6| 10.6 | -2.8% | -0.4 |-0.3| 2.1 2.4 1.8
F10 F10 4 5 14.0 |-4.8% | -0.7 |-0.8| 4.3 |-4.4% | -0.6 |-0.3/10.2 | -6.4% | -0.9 |-0.9| 2.0 2.5 1.8
F11 F11 7 5 14.5-1.4% [ -0.2 |-0.1| 4.3 |-4.4% |-0.6 |-0.3| 10.8 | -0.9% |-0.1 |0.0| 1.9 2.4 1.7
F12 F12 7 5 14.5-14% [ -0.2 |-0.1| 4.3 |-44% |[-0.6 |-0.3| 11.1 | 1.8% | 0.3 |0.5| 2.2 2.5 2.1
F13 F13 4 5 13.6 |-7.5% | -1.1 |-1.3| 4.0 |-11.1%) -1.6 |-1.3] 99 |-9.2% |-1.3 |-1.4| 1.9 22 1.7
F14 F14 7 5 148 0.7% | 0.1 (03| 4.5 | 0.0% | 0.0 |03|11.2|28% | 0.4 |0.6| 2.1 2.6 1.9
F15 F15 7 5 153 14.1% | 0.6 (09| 47 |44% | 0.6 |[1.0/11.9|92% | 1.3 |1.7| 1.8 2.2 1.7
F17 F17 4 5 152)3.4% | 05 |0.8| 46 | 22% [ 03 |0.6|11.4 | 4.6% | 0.7 |09 1.9 24 1.8
F18 F18 3 5 14.6 | -0.7% [ -0.1 |0.0| 4.6 | 2.2% | 0.3 |0.6|10.8 |-0.9% |-0.1 |0.0| 1.9 23 1.8
F19 F19 7 5 152 ]3.4% | 05 |0.8| 47 | 44% | 0.6 |1.0|11.4 | 4.6% | 0.7 |109| 19 2.3 1.7
F20 F20 7 5 13.2 |-10.2%| -1.5 |-1.8| 3.9 |-13.3%| -1.9 |-1.6/ 10.4 | -4.6% | -0.7 |-0.6| 2.0 2.5 1.8
F21 F21 7 5 151 27% | 0.4 |0.6| 45 | 0.0% | 0.0 |03|11.1 | 1.8% | 03 |0.5| 2.2 2.4 1.8
F22 F22 2 5 14.2 | -3.4% | -0.5 |-0.5| 4.3 |-4.4% |-0.6 |-0.3/10.9 | 0.0% | 0.0 |0.2| 2.0 24 1.8
F24 F24 7 5 157 68% | 1.0 |1.4| 48 | 6.7% | 1.0 |1.3|11.7 | 7.3% | 1.0 |1.4| 2.0 2.4 1.8
F25 F25 8 5 12.7 |-13.6%| -1.9 |-2.4| 42 |-6.7% | -1.0 |-0.6/ 10.0 | -8.3% | -1.2 |-1.2| 2.2 2.5 1.9
F26 F26 7 5 143 |-2.7% | -0.4 |-0.4| 4.5 | 0.0% | 0.0 103109 | 0.0% | 0.0 |0.2| 2.0 2.4 1.9
F27 F27 4 5 13.5-82% [ -1.2 |-1.4| 4.0 |-11.1%|-1.6 |-1.3] 9.8 |-10.1%| -1.4 |-1.5| 2.2 2.4 2.1
F28 F28 2 5 16.9 |15.0% | 2.1 |29| 49 | 89% |13 |1.6|11.1 | 1.8% | 0.3 |05 1.9 23 1.9
F29 F29 7 5 13.7 | -6.8% | -1.0 |-1.1| 4.3 |-4.4% |-0.6 |-0.3| 10.4 | -4.6% | -0.7 |-0.6| 2.0 2.3 1.8
F30 F30 1 5 1471 0.0% | 0.0 |0.1 | 44 |-2.2% |-0.3 |0.0|11.0 | 0.9% | 0.1 03| 1.9 23 1.7
F31 F31 4 5 15.0|2.0% | 0.3 (0.5 45 | 0.0% | 0.0 |10.3]10.7 |-1.8% | -0.3 |-0.2| 1.8 2.3 1.9
F32 F32 4 5 13.0 |-11.6%| -1.7 |-2.0| 4.0 |-11.1%| -1.6 |-1.3| 9.7 |-11.0%| -1.6 |-1.7| 2.1 24 2.1
F33 F33 4 5 151 27% | 0.4 |0.6| 5.0 |[11.1% | 1.6 |[1.9|11.6 | 6.4% | 09 |1.2| 2.2 2.5 2.0
F34 F34 7 5 14.8 0.7% | 0.1 [0.3| 3.8 |-15.6%|-2.2 |-1.9] 9.8 |-10.1%| -1.4 |-1.5| 1.9 2.4 1.9
F35 F35 5 5 1541 48% | 0.7 |1.0| 47 | 44% | 0.6 |[1.0|11.5|55% | 0.8 |1.1| 1.9 2.2 1.6
Total participating laboratories = 30
(szﬁan) - 7 - 14.7 45 10.9 20 | 24 | 18
Uxa - - - 0.159 0.062 0.131 - - -
Sp - - - 1.029 0.315 0.763 - - -
op’ - - - - - - - - -
Range - 1-8 - 12.7-16.9 3.8-5.0 9.7-11.9 1.8-2.22.2-2.6/1.6-2.1
n - - - 30 30 30 30 | 30 | 30
Mean - - - 14.6 4.4 10.8 20 | 24 | 18
SD - - - 0.79 031 0.65 0.14 | 0.11 | 0.11
cv - - - 5.4% 7.0% 6.0% 7.0% | 4.6% | 6.1%
Note:

1
2
3
4
5.z score =D /oy ; D =X - Xa, 6, = SD for proficiency assessment. When adjusted SD ( o) is used for proficiency assessment, z score = D /o)’
6
7
8
9
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https://g6pd.qap.tw/MIS_Ph/RHdataAlgA2020.php?BatchNo=RH2023-02&ParticipatingLab=1&Eng=1
https://g6pd.qap.tw/MIS_Ph/RHdataAlgA2020.php?BatchNo=RH2023-02&ParticipatingLab=1&Eng=1
https://g6pd.qap.tw/MIS_Ph/Diagram_CV_Summary.php?DiagramType=CV&FromBatchNo=RH2019-04&ToBatchNo=RH2023-02&ShowLast=1&Eng=1
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https://g6pd.qap.tw/MIS_Ph/Diagram_CV_Summary.php?DiagramType=CV&FromBatchNo=RH2019-04&ToBatchNo=RH2023-02&ShowLast=1&Eng=1
https://g6pd.qap.tw/MIS_Ph/RH202302g6pd.gif
https://g6pd.qap.tw/MIS_Ph/RH202302g6pd.gif
https://g6pd.qap.tw/MIS_Ph/Diagram_CV_Summary.php?DiagramType=CV_Conc&FromBatchNo=RH2019-04&ToBatchNo=RH2023-02&ShowLast=1&Eng=1
https://g6pd.qap.tw/MIS_Ph/Diagram_CV_Summary.php?DiagramType=CV_Conc&FromBatchNo=RH2019-04&ToBatchNo=RH2023-02&ShowLast=1&Eng=1
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https://g6pd.qap.tw/MIS_Ph/RH202302hb.gif
https://g6pd.qap.tw/MIS_Ph/RH202302hb.gif
https://g6pd.qap.tw/MIS_Ph/Diagram_Zscore_Summary.php?FromBatchNo=RH2019-04&ToBatchNo=RH2023-02&ShowLast=1&Eng=1
https://g6pd.qap.tw/MIS_Ph/Diagram_Zscore_Summary.php?FromBatchNo=RH2019-04&ToBatchNo=RH2023-02&ShowLast=1&Eng=1
https://g6pd.qap.tw/MIS_Ph/RH202302Others.htm
https://g6pd.qap.tw/MIS_Ph/RH202302Others.htm
https://g6pd.qap.tw/MIS_Ph/RHdataAlgA2020.php?BatchNo=RH2023-02&ReagentCode=5#ReagentCodeTable
https://g6pd.qap.tw/MIS_Ph/RHdataAlgA2020.php?BatchNo=RH2023-02&ReagentCode=5#ReagentCodeTable
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PMIF Preventive Medicine Foundation QAP Center

Summary Report of G6PD and Hemoglobin (Hb) Quantitative Test Results

G6PD
Reagent Kit Reagent Lab

Code
F02, FO3, F04, F05, FO7,
F09, F10, F11, F12, F13,
. F14, F15,F17,F18, F19,
Medicon 5 F20, F21, F22, F24, F25,
F26, F27, F28, F29, F30,
F31, F32, F33, F34, F35
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P Preventive Medicine Foundation QAP Center Doc No. R408010105G6Ren

Long Term Observation of Blood G6PD Quantitative Test EQA Survey Results

Survey No : RH2023-02 (in green @)

- Total participants' CV result ploted against surveys

40%

304
cv
20%

10%

BatchNo RH2019-04 RH2020-01 RH2020-04 RH2021-01 RH2021-02 RH2021-03  RH2021-04

- Total participants' CV result ploted against G6PD activities

RH2023-01  RH2023-02
Fig RH-2.1
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n: 36 Hedian of CV: 4,6Z Hean of CV: 5.,8% SD of CV: 1,7%

* Mean and SD are calculated by Robust method according to ISO 13528 since 2014

Kwang-Jen Hsiao, Ph.D.

Preventive Medicine Foundation

P.O. Box 624

Taipei Xinwei, Taipei City 10699, Taiwan

Long Term Observation of Blood G6PD Quantitative Test EQA Survey Results

17 18 19 20 21 22 23 24 25 26 27

Range of CV: 3.0%-12,5% (date: RH2819-84 to RH2023-82)

Fig RH-2.2

Tel : +886-2-2703-6080
Fax : +886-2-2703-6070
E-mail : g6pd@g6pd.tw
URL : http://eqa.g6pd.tw

(Report generated at 2023-06-07 10:03:57)
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Preventive Medicine Foundation QAP Center

RH2023-02 Distribution of G6PD Test Results

Doc No.R408010106G6Ren

Survey No. : RH2023-02
Results reported (%) : 100%

Sample sent on : 2023/05/29

Reporting deadline : 2023/06/05
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Preventive Medicine Foundation QAP Center

Doc No.R408010107G6Ren

RH2023-02 Distribution of Hb Test Results

Survey No. : RH2023-02

Results reported (%) : 100%

Sample sent on : 2023/05/29

Reporting deadline : 2023/06/05
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Distribution of Hb Test Results
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*Robust results ( Mean and SD ) were calculated by Algorithm A according to ISO 13528
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Sample 1

Median = 2.0 (n = 30)
Mean* = 2.0 (n = 30)
SD* =0.14
CV=7.0%

Sample 2

Median = 2.4 (n = 30)
Mean* = 2.4 (n = 30)
SD* = 0.11
CV=4.6%

Sample 3

Median = 1.8 (n = 30)
Mean* = 1.8 (n = 30)
SD* = 0.11
CV=6.1%
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External Quality Assurance (EQA) Program for

VillF preventive Medicine Foundation QAP Center

Doc No. R408010108G6Ren

G6PD Quantitative Test in Philippines

Survey No. : RH2023-02 Sample sent on : 2023 /05/29

Reporting deadline : 2023 / 06/ 05

This Survey 3.2 has been used in 2018-2023 (n = 5; Survey / Sample No.) :
RH2018-03/S1 ; RH2019-04/S1 ; RH2020-04/S1 ; RH2021-03/S1 ; RH2023-02/52

Intermediate Measurement Precision of G6PD Quantitative Test

b Survey : RH2023-02 / Sample 2 Period : 2018 ~ 20233
La U/gHb sDIL Mean n SD cv CVR2
Fo2 45 0.0 4.5 5 0.13 29% 0.61
F03 43 0.0 43 5 0.18 42% 0.89
Fo4 4.6 1.7 43 5 0.18 42% 0.89
FoO5 4.6 1.4 43 5 0.22 5.1% 1.09
Fo7 42 0.5 4.3 5 0.19 4.4% 0.94
Fo9 42 -1.2 44 5 0.17 3.9% 0.82
F10 43 0.0 43 5 0.14 33% 0.69
Fl1 43 0.5 44 5 0.22 5.0% 1.06
F12 43 -1.2 4.5 5 0.17 3.8% 0.80
F13 4,0 - - 4 - - -
F14 45 0.0 4.5 5 0.18 4.0% 0.85
F15 4.7 1.5 42 5 0.33 79% 1.67
F17 4.6 - - 3 - - -
F18 4.6 - 4.5 5 0.00 0.0% 0.00
F19 4.7 - - 4 - - -
F20 39 -1.6 42 5 0.19 4.5% 0.96
F21 45 0.5 44 5 0.22 5.0% 1.06
F22 43 0.7 4.1 5 0.30 1.3% 1.56
F24 48 1.4 44 5 0.28 6.4% 1.35
F25 42 - - 4 - - -
F26 45 0.9 42 5 0.34 8.1% 1.72
F27 4.0 -1.0 42 5 0.21 5.0% 1.06
F28 49 - - 4 - - -
F29 43 - - 4 - - -
F30 44 - - 4 - - -
F31 45 - - 4 - - -
F32 4.0 - - 4 - - -
F33 5.0 - - 3 - - -
F34 38 - - 3 - - -
F35 4.7 - - 1 - - -
Total participating laboratories = 30
Median 45 0.0 4.3 — 0.19 4.5% 0.95
Range 3.8~5.0 -16~1.7 41~45 - 0.00 ~0.34 0.0% ~8.1% 0.60~1.72
Mean of all participating laboratory CVs 4.7% -

1). Standard Deviation Index (SDI) = (Individual Result - Individual Mean) / Individual SD

2). Coefficient of Variation Ratio ( CVR ) = Individual CV / Mean of all participating laboratories CVs

* Intermediate Measurement Precision ; ISO 3534-2:2006, JCGM 200:2012 ( VIM, 3rd ed. ) 2.23
** Mean and SD are calculated by Robust method according to ISO 13528, Algorithm A.

**¥ n < 5, not caleulated Mean and SD.
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